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Abstract 
As the largest source of dimensional measurement uncertainty, addressing the challenges of thermal 
variation is vital to ensure product and equipment integrity in the factories of the future.  Whilst it is 
possible to closely control room temperature, this is often not practical or economical to realise in all 
cases where inspection is required.  This paper reviews recent progress and trends in seven key 
commercially available industrial temperature measurement sensor technologies primarily in the range 0-
50˚C for invasive, semi-invasive and non-invasive measurement.  These sensors will ultimately be used to 
measure and model thermal variation in the assembly, test and integration (AIT) environment.  The 
intended applications for these technologies are presented alongside some consideration of measurement 
uncertainty requirements with regard to the thermal expansion of common materials.  Research priorities 
are identified and discussed for each of the technologies as well as temperature measurement at large.  
Future developments are briefly discussed to provide some insight into which direction the development 
and application of temperature measurement technologies are likely to head. 
Keywords: Temperature Measurement; Dimensional Metrology; Light Controlled Factory; Factories of 
the Future; Thermal Variation Modelling 
Introduction 
As technology progresses and manufacturing requirements become more stringent, dimensional 
measurement becomes increasingly vital to providing quality products.  At all scales of dimensional 
measurement, a large part of the associated uncertainty is attributable to thermal effects.  Thermal 
variation is considered to be the largest source of dimensional measurement uncertainty and must be 
monitored and modelled to gauge their probable effects. 
This particular review extends and further details key temperature measurement technologies that have 
been identified for use in the Light Controlled Factory [1].  These are mature technologies that are 
suitable for measurement in the 0 - 50˚C.  This range is designed to capture Assembly, Integration and 
Test (AIT) environments around room temperature with an extension for more extreme scenarios.  
Temperatures appreciably higher or lower than this can be found within assembly processes from dowel 
pins cooled with liquid nitrogen up to the welding of products.  Most of the technologies presented here 
are suitable for use over wide ranges spanning hundreds of degrees Celsius. 
In 2013, Muelaner recognised thermal variation models as one of the enabling technologies for 
Measurement Assisted Assembly (MAA) [2].  Work on MAA carries on as part of the Light Controlled 
Factory project, which aims to deliver significant process improvements through the use of optical 
metrology [3].  A review of MAA applications in the assembly of aerospace products was carried out by 
Mei in 2014 [4]. 
Modelling thermal variation has been the goal of a number of studies with the primary focus being on 
machining processes such as thermal modelling of chip-formation for machining [5] and the estimation of 
machining characteristics in die sinking electro-discharge machining [6].  Finite element analysis has also 
been used recently in combination with machine learning algorithms to model thermo-mechanical loads 
in turning processes [7].  Thermal variation has also been studied for mechanical assemblies and the 
thermal impact on tolerances [8, 9].  A recent study included temperature as one of several operating 
parameters in tolerance analysis to determine the ‘operating window’ of an assembly process [10].   
Temperature is one of the most commonly measured quantities in industry so there is a well-established 
traceability path.  National standards of temperature are derived from the International Temperature Scale 
of 1990 (ITS-90) [11].  National measurement institutes such as the National Physical Laboratory (UK) 
calibrate devices to the ITS-90 and provide accreditation to local calibration facilities.  The ITS-90 
supersedes the previous scales: ITS-68 and ITS-48.  Consensus in the field is that the ITS-90 is a good 
scale for current needs for some years to come.  Studies are continually being carried out on the ITS-90 
and some papers in the literature have picked up on sub-range inconsistencies, which will be useful in the 
development of the next scale [12-14]. 
Research priorities for temperature measurement are discussed in two domains: technology focused 
priorities and practical temperature measurement. 
Temperature Measurement Applications 
To give some context to the requirements of temperature measurement technologies discussed, the likely 
applications in which these technologies would find employment in the factories of the future are outlined 
in Figure 1. 
 
Figure 1 - Applications of temperature measurement with overarching thermal modelling theme 
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Thermal Variation Model Development  
The primary motivation for the investigation of suitable temperature measurement technologies is for the 
development of thermal variation models.  Such models would allow a manufacturer to assess the impact 
of thermal variation upon product and equipment integrity.  Thermal variation models can be developed 
using simulation software such as Finite Element Analysis combined with physical measurements taking 
a hybrid metrology approach, which can feed into other analyses such as tolerance analysis. 
In this particular case, the thermal variation of assembly environments is the focus, although the principle 
can be applied to a number of cases at more extreme temperatures during different manufacturing 
processes, such as machining for example.  Each of the other applications of temperature measurement 
can feed into thermal variation models. 
Product Monitoring 
Depending upon the product, it would be preferable to monitor temperatures using non-invasive methods 
of temperature measurement due to speed and practicality.  In instances where it may be admissible to 
attach or embed more invasive sensor types, this would offer a greater degree of accuracy for thermally 
sensitive materials. 
Tooling and Equipment Monitoring 
Particularly in the case of assembly, a great deal of tooling is not designed to be reconfigurable.  Thermal 
variation can make a significant impact upon the products that rely upon them for adherence to 
specification.  Tooling dimensions are measured however this can be time-consuming to carry out 
frequently.  Combined with thermal variation models, it would be possible to have an online temperature 
measurement system to assess the resultant effects and compensate for these as required.  Unlike 
products, tooling and equipment remain in the factory and therefore having perennial temperature sensors 
setup will be more easily implementable. 
Ambient Temperature Characterisation 
Product and equipment temperature is primarily dictated by the ambient operating temperature.  As 
temperature-controlled facilities can be costly, it would be beneficial to monitor the thermal variation 
within the factory space which can then further inform thermal variation models. 
Temperature Measurement Requirement Estimation 
Estimations have been made to ascertain the level of uncertainty required of the thermal metrology based 
upon the linear coefficient of thermal expansion of common materials. 
The linear coefficient of thermal expansion is given as: 
𝜶𝑳𝜟𝑻 =  
𝜟𝑳
𝑳
     ( 1 ) 
 
Rearranging for ΔT gives: 
𝜟𝑻 =  
𝜟𝑳
𝜶𝑳𝑳
      ( 2 ) 
Where α is the coefficient of thermal expansion (µm.m-1.˚C-1), ΔT is the change in temperature (˚C), ΔL 
is the change in length (µm) and L is the original length (m).  
Values have been calculated for: Aluminium 6061 [15], Titanium Alloy Ti6Al-4V [16], Structural Steel 
A36 [17]  and Invar [18].  Table 1 uses Red, Amber, Green colour formatting to show the relative 
challenge of taking an adequate temperature measurement to detect a given change in length from 10-50 
µm, over lengths of 5, 10 and 20 m, where dark green signifies the least challenging measurement 
scenario and red the most challenging.  These values are for estimation purposes and are limited by the 
uncertainty of the value of linear CTE. 
 Table 1 - Table showing the required temperature measurement uncertainty to detect dimensional 
changes in a range of dimensional measurement scenarios involving four common materials with 
the level of measurement challenge shown in the key below 
Key Temperature Measurement Technologies 
The temperature measurement technologies that are the focus of this review were selected in view of the 
fact that they would be best suited to industrial temperature measurement, particularly in the range 0-
50˚C, within an AIT environment.  A truncated classification diagram based upon Childs’ definitions [19] 
can be seen in Figure 2. 
Aluminium 6061 Structural Steel A36 Titanium Alloy Ti6Al-4V Invar 36
CTE 
(µm.m¯¹.
˚C¯¹)
L (m) ΔL (µm) ΔT (˚C)
CTE 
(µm.m¯¹.
˚C¯¹)
L (m) ΔL (µm) ΔT (˚C)
CTE 
(µm.m¯¹.
˚C¯¹)
L (m) ΔL (µm) ΔT (˚C)
CTE 
(µm.m¯¹.
˚C¯¹)
L (m) ΔL (µm) ΔT (˚C)
23.6 5 50 0.424 12.1 5 50 0.826 8.3 5 50 1.205 1.3 5 50 7.692
23.6 5 40 0.339 12.1 5 40 0.661 8.3 5 40 0.964 1.3 5 40 6.154
23.6 5 30 0.254 12.1 5 30 0.496 8.3 5 30 0.723 1.3 5 30 4.615
23.6 5 20 0.169 12.1 5 20 0.331 8.3 5 20 0.482 1.3 5 20 3.077
23.6 5 10 0.085 12.1 5 10 0.165 8.3 5 10 0.241 1.3 5 10 1.538
23.6 10 50 0.212 12.1 10 50 0.413 8.3 10 50 0.602 1.3 10 50 3.846
23.6 10 40 0.169 12.1 10 40 0.331 8.3 10 40 0.482 1.3 10 40 3.077
23.6 10 30 0.127 12.1 10 30 0.248 8.3 10 30 0.361 1.3 10 30 2.308
23.6 10 20 0.085 12.1 10 20 0.165 8.3 10 20 0.241 1.3 10 20 1.538
23.6 10 10 0.042 12.1 10 10 0.083 8.3 10 10 0.120 1.3 10 10 0.769
23.6 20 50 0.106 12.1 20 50 0.207 8.3 20 50 0.301 1.3 20 50 1.923
23.6 20 40 0.085 12.1 20 40 0.165 8.3 20 40 0.241 1.3 20 40 1.538
23.6 20 30 0.064 12.1 20 30 0.124 8.3 20 30 0.181 1.3 20 30 1.154
23.6 20 20 0.042 12.1 20 20 0.083 8.3 20 20 0.120 1.3 20 20 0.769
23.6 20 10 0.021 12.1 20 10 0.041 8.3 20 10 0.060 1.3 20 10 0.385
>1˚C
0.5-1˚C
0.1-0.5˚C
<0.1˚C
 Figure 2 - Classification of the seven key temperature measurement technologies [1] 
 
Temperature Measurement Review 
Overview of Research Trends 
A survey of the literature was carried out using Boolean search terms in three, decadal increments 
beginning 1985 and ending 2014 in the area of industrial temperature measurement, published in the 
English language.  Three main searches were carried out in this era using the University of Bath Library, 
Scopus and the Web of Science Core Collection in order to compare the technologies in terms of 
published research articles over the past thirty years.  Scopus, whose results are presented in Table 2 was 
selected as it covers a wide range of publications in the subject area but is also accessible from a number 
of institutions so that the search is reproducible to some extent.  Whilst this review encompasses 
additional sources from a wider time-frame, the search results presented in Figure 3 - Graph showing 
various search results from 1985-2014 for each temperature measurement technologyare useful in 
visualising research focus by technology over time. 
 
Table 2 - Table showing various search results from the Scopus collection 
Boolean Search Terms Topic Filter Years Articles Search 
"Temperature Measurement" AND "Industrial" Physical Sciences 1985-1994 568 29/09/2014
1995-2004 1491 29/09/2014
2005-2014 3086 29/09/2014
"Temperature Measurement" AND "Industrial" 
AND Thermocouple
Physical Sciences 1985-1994 35 29/09/2014
1995-2004 63 29/09/2014
2005-2014 95 29/09/2014
"Temperature Measurement" AND "Industrial" 
AND "Platinum Resistance"
Physical Sciences 1985-1994 13 29/09/2014
1995-2004 5 29/09/2014
2005-2014 15 29/09/2014
"Temperature Measurement" AND "Industrial" 
AND "Fibre Fibre Optic Distributed"
Physical Sciences 1985-1994 3 29/09/2014
1995-2004 5 29/09/2014
2005-2014 7 29/09/2014
"Temperature Measurement" AND "Industrial" 
AND "Thermistor" OR "NTC"
Physical Sciences 1985-1994 4 29/09/2014
1995-2004 6 29/09/2014
2005-2014 8 29/09/2014
"Temperature Measurement" AND "Industrial" 
AND "Thermochromic Liquid Crystal" OR "TLC"
Physical Sciences 1985-1994 1 29/09/2014
1995-2004 0 29/09/2014
2005-2014 4 29/09/2014
"Temperature Measurement" AND "Industrial" 
AND "Thermographic Phosphor"
Physical Sciences 1985-1994 0 29/09/2014
1995-2004 0 29/09/2014
2005-2014 1 29/09/2014
"Temperature Measurement" AND "Industrial" 
AND "Infrared Infra-red radiation" OR "IR 
radiation" OR "Thermography" OR "pyrometer"
Physical Sciences 1985-1994 16 29/09/2014
1995-2004 68 29/09/2014
2005-2014 136 29/09/2014
 Figure 3 - Graph showing various search results from 1985-2014 for each temperature 
measurement technology 
 
In Figure 3, the stand-out technologies in terms of volume of research published are thermocouples and 
infrared thermometry.  Research involving thermocouples increases steadily and in infrared thermometry 
rises much more steeply, reflecting an upturn in research interest as it overtakes thermocouples in the late 
1990s.  Research into the other temperature measurement types remain more constant, however the 
research into industrial platinum resistance thermometers seems to have experienced a lull in the 1995-
2004 period.  
Invasive Temperature Measurement 
Invasive sensors require physical thermal contact with the measurand in order to function.  Thermal 
contact can be achieved either through surface adhesion of the sensor head to the measurand, or 
preferably: inserted into the object. 
Thermocouples 
Thermocouples are the most widely used temperature measurement type in industry, which is reflected in 
the body of literature published on the subject in general.  Contributing to their popularity are the 
accepted standards for use, their relative accuracy over an extended measurement range and the 
comparatively low cost of the sensors.  Over wide ranges, accuracies between of ±0.5˚C and ±2˚C are 
comfortably achievable while narrower measurement ranges can manage closer to 0.1˚C [19]. 
These thermoelectric devices employ the Seebeck Effect in dissimilar metal wires joined at the 
thermoelectric junction representing T1 to determine a temperature gradient along the wire as long as the 
Seebeck coefficients SA and SB for the two materials are known [20].  This temperature gradient creates 
within the wires a net electromotive force between T0 and T1 expressed as voltage of the order of 
microvolts, which can be measured at the terminus connections T0 to determine the temperature.  As a 
temperature gradient needs to be established to create a net voltage output signal, cold junctions are often 
used in the form of a fixed physical temperature or simulated electronically using cold junction 
compensation (CJC). 
As the largest contributor of thermocouple uncertainty, a number of studies have focused on the 
inhomogeneity of specific material wires [21-25]  as well as methods for its evaluation [21, 26-28].  New 
quantitative methods for determining the contribution of inhomogeneity of thermocouples have been 
studied over a wide range of thermal gradients likely to be experienced in use and shown to be an 
improvement upon traditional depth immersion tests at fixed points for elemental thermocouples [29]. 
The self-validation of thermocouples has been studied for control applications in order to detect unusual 
sensor readings resulting from loss of power, open circuit and loss of contact faults [30].  This intelligent 
sensor then proceeds to give a best estimate reading.  Individual sensors can be characterised and exhibit 
enhanced performance and fault detection through the use of internal memory and software [31]. 
Various types of thermocouples have been evaluated and compared in terms of their stability [32].  
Comparisons between the stability and sensitivity of base and noble metal thermocouples have also been 
made [33].  Pure element thermocouples are more homogenous than alloyed thermocouples.  The best 
base metal thermocouple over the -40-1200˚C range is the Nicrosil-Nisil or Type N while the best noble 
metal is the Pt/Pd thermocouple for measurements up to 1500˚C.  Type S thermocouples from different 
manufacturers have been shown to exhibit slightly different thermoelectric characteristics, with a 
maximum difference at the Cu fixed-point of 1.95˚C [34]. 
A system has been developed for use in strong EM fields at ITER with 0.5˚C global accuracy [35].  
Magnetic fields in particular  also influence thermocouple sensors and studies have been carried out to 
establish the sensitivity of the sensor to these fields to account for this in uncertainty estimations [36]. 
Improvements have been made in spatial resolution of surface temperature measurement compared to 
standard soldered Type K thermocouple using an electrochemically etched microtip [37].  Thin film 
thermocouples can also be deposited onto a surface and has been used in the measurement of heat 
generated in the friction between sliding surfaces [38]. 
Non-linearity of sensors can be an issue although one study showed it to be possible to correct for this 
using a neural network approach in Type K thermocouples [39]. 
Through the improvement of high temperature alloys and more intelligent electronics, industrial 
thermocouple measurements can be further enhanced [40]. 
Industrial Platinum Resistance Thermometers (IPRTs) 
Industrial platinum resistance thermometers (IPRTs) are resistance-based temperature sensors.  
Temperature can be measured extremely accurately by applying a small current to a length of platinum 
wire of known resistance.  Temperature on the sensor will alter the resistance of the wire which can be 
compared against a reference resistor.  Platinum is used due to the stability of the material and linear 
relationship between temperature and resistivity.   
IPRTs are the rugged cousins of the standard platinum resistance thermometers (SPRTs) used to define 
fixed points on the International Temperature Scale.  SPRTs are capable of uncertainties of the order of 
milliKelvins [41], however are delicate instruments.  IPRTs are designed to withstand the shock, vibration 
and contamination found in industry and can comfortably achieve ±0.01 - 0.2˚C [19].    Shortly after the 
introduction and adoption of the ITS-90, a capability assessment of IPRTs was carried out at a range of 
temperatures [42].    
IPRTs embody two main forms: wire wound and thin film.  Wire wound IPRTs consist of a platinum wire 
wrapped around a ceramic core, whereas thin film IPRTs consist of a thin film of platinum deposited onto 
a ceramic substrate.  Both types are typically encapsulated inside an insulating layer [43].  Thin film 
IPRTs can be lower cost devices as their construction lends itself readily to mass production, whilst being 
useful for surface measurements.  Wire wound IPRTs tend to be more expensive for accurate probing. 
IPRTs are starting to find applications with low cost thin film devices where previously thermocouples 
would have been utilised and in 2013 one paper described an IPRT adaptation to measure stagnation 
temperature in gas turbines [44]. 
Hysteresis can form a significant contribution to the uncertainty of IPRTs, caused by the construction of 
the sensor, with thin films exhibiting higher levels than wire wound IPRTs due to thermally induced 
expansion and contraction [45] .  Further confirmation that sensor hysteresis was construction-dependent 
was provided in another 2010 study [46]. The best Pt100 sensors exhibit hysteresis of the order of 
milliKelvins, whilst the worst were around 20 mK [47].  IPRTs have been found to be sensitive to 
electromagnetic fluctuations [48]. 
For precise measurements at a small scale, IPRTs have been identified with performance characteristics 
comparable to that of the ITS-90 standard [49].  Investigations have been underway to develop a device, 
which can turn the IPRT into an intelligent sensor that contains calibration and sensor characteristics.  
This potentially offers reduced measurement uncertainty whilst being less expensive than resistance 
bridges used in laboratories [50].  
 Thermal contact and sensor protection is important and work has been carried out in order to determine 
the best use of thermal insulation filler although this needs to be tested in a range of conditions for further 
validation [51].   
Methods have been developed for accurate, semi-automatic calibration on-site, resulting in reduced slow 
temperature drift and a reduction in calibration time [52].  The possibility of having self-testable IPRT 
sensors for improved long term stability has been explored with the use of miniature fixed point cells so 
the sensor can remain fixed without having to be removed for calibration.  This approach was found to be 
good enough to monitor long-term sensor stability to 0.1˚C [53]. 
Negative Temperature Coefficient Thermistors (NTCs) 
Thermistors are made from semiconductor materials and their temperature-resistance relationship is 
characteristically non-linear [41], placing greater emphasis on the importance of calibration.  Use of 
semiconductor materials means they can provide a far higher level of sensitivity [54] than other sensor 
types although regular calibration is necessary to avoid the effects of sensor drift. 
Schweiger argued in 2007 that a fast multichannel precision thermometer could be developed to rival 
PRTs using thermistors, provided there is adequate sensor selection and calibration [55].  In tests carried 
out in the range from -50 - 10˚C, deviations of less than 30 mK were observed. 
Apart from a bridge resistance circuit, a voltage divider can be used to resolve temperatures.  Faced with 
non-linearity, this can be problematic however one solution is to determine the resistance of the voltage 
divider itself to capitalise on the thermistor's innate sensitivity to produce a high resolution thermometer 
[56]. 
An artificial neural network approach to sensor non-linearity was investigated in 2001 by Khan et al., 
which appeared to be an improvement upon linear regression methods [57].  In 2008, it was suggested by 
Keskin, in reference to the 2001 article, that it needed to be repeated to reflect the correct form of the 
NTC characteristic equation to prove efficacy [58]. 
A promising new development allows for a thin film of graphene to be inkjet-printed onto a flexible 
polymer substrate and used as an NTC sensor; the response time of this thin film was shown to be an 
order of magnitude better than conventional NTCs [59].   
Fibre-optic Distributed Temperature Sensing (FDS or DTS) 
Fibre-optic Distributed Temperature Sensing systems operate using the change in refractive index of an 
optical fibre at different temperatures and its resultant effect upon the collimated, monochromatic light 
that propagates along its path.  DTS also finds application in the monitoring of power cables up to 30 km 
in length [60] and in pipeline monitoring for the oil and gas industry [61].  Around 0.1˚C resolution and 
less than ±1-2˚C can be achieved using DTS, however spatial resolution can suffer over long distances 
with 10 mm spatial resolution over 70 m being attainable [62]. 
Fully distributed systems allow measurements to be taken at discrete spatial intervals along the fibre.  
Fully distributed systems encompass linear-backscattering, non-linear backscattering and non-linear 
forward scattering [63].  Attempts have been made to use the Rayleigh backscatter to correct for 
background effects in Raman based systems, with limited success.  This is more a concern for harsh 
environments and over distances of 2 km so should be of less consequence in the Light Controlled 
Factory context [64]. 
It was argued that Brillouin scattering theoretically offered a larger measurement range than an equivalent 
Raman system [65].  Over long distances up to 100 km, remote Raman amplification has proved useful in 
improving the performance of Brillouin based DTS by boosting the signal to noise ratio [66]. 
Other variables can influence the propagation of the optical wave in the fibre, which means that these 
systems can also measure strain, pressure, electrical and magnetic fields.  Combining Raman-Brillouin 
scattering and multiwavelength Fabry-Perot lasers allows simultaneous strain and temperature 
measurements to be taken.  A hybrid Raman-Brillouin approach delivered significant improvements in 
performance [66]. 
In 2011, one study reported that using Allan deviation analysis on a sophisticated Raman backscatter 
system resulted in noise and drift improvements with a resolution of around 0.05˚C [67]. 
For the factories of the future, strain measurement combined with temperature measurement would be 
particularly useful for monitoring tooling structures subject to thermal and gravitational loading.   
Semi-Invasive Temperature Measurement 
Semi-invasive sensor types are technically invasive types whose measurements can be interpreted non-
invasively from a distance.  Semi-invasive sensor types are often thermally active coatings that can be 
applied to the surface of the object to be measured.   
Thermochromic Liquid Crystals (TLCs) 
Thermochromic Liquid Crystals (TLCs) are liquid crystals whose optical properties change when 
subjected to different temperatures.  Outside of the measurement range, the sensor will appear 
transparent, as the crystals are in an amorphous state.  Within the measurement range, the sensor will 
display a range of colours known as the colour play, where the crystals will become more structured and 
reflect different wavelengths of light according to the temperature [68].  Each TLC typically operates 
over a narrow bandwidth however a variety of TLCs with overlapping measurement ranges can be used in 
concert.  A review of TLCs was published in 2011 [69]. 
TLCs are especially useful for heat transfer studies, providing relatively economical temperature 
distributions.  Solving the fin temperature equation is commonly carried out and it is also possible to 
include natural convection in the estimation of the heat transfer coefficient [70].  Turbulent heat transfer 
studies such as those applied to turbine blades that were carried out using TLCs were reviewed in 1995 
[71].   
Image analysis techniques have been used in conjunction with TLCs in order to measure the temperature 
distributions as well as heat transfer and thermal polarisation coefficients found in spacer-filled channels 
for membrane distillation with promising results [72]. 
Spin-crossover (SCO) materials have been successfully used to develop a TLC for use around room 
temperature, which could allow for sensing in different temperature regimes [73]. 
In 2011 it was shown that a TLC could be used in the calibration and verification of ultra-fast scanning 
calorimeters, with the suggested material for this application being 80CB [74]. 
Thermographic Phosphors 
Phosphor thermometry relies on the luminescence exhibited in phosphors when subjected to different 
temperatures over a sizeable range.  Methods for phosphor thermometry vary: time resolved phosphor 
thermometry measures the time for the phosphor to reach a critical intensity; frequency domain finds 
application in those measurements where the excitation is continuous and periodic.  Time-integrated 
methods measure one absolute intensity or the ratio of a pair of intensities emitted from the phosphor 
[75].   
 
Material properties are fundamental to thermographic phosphors.  Seven ceramics were characterised at 
once to contribute to and encourage further material studies [76].  Depending on the doping materials 
used, it is possible to create thermographic phosphors that can give an intensity ratio at two distinct 
wavelengths when illuminated by ultra-violet light, allowing for improved temperature distribution 
measurement [77].   
As coatings, measurements can be taken on curved surfaces, where the intensity ratio strategy is preferred 
to minimise possible viewing angle error [78]. 
Imaging of the wall temperature inside an optical engine can be achieved using lifetime analysis, which 
uses the intensity decay over time to resolve the temperature to produce "reasonable temperature maps" 
[79].   
Transient temperature measurements for combustion applications are common and a theoretical study of 
heat transfer by Atakan and Roskosch was carried out to inform experimentalists of practical 
measurement considerations [80].  For high frequency measurements, traditional models can present 
challenges to the experimenter and in 2007 a new, more effective model for transient measurement was 
published [81].  The use of thermographic phosphors in combustion applications was reviewed in 2010 
[82].   
The selection of a measurement strategy should include a comparison for specific coatings. The lifetime 
and intensity ratio approaches were compared for one phosphor: Mg4FGeO6:Mn, where the former was 
found to be the preferred choice in accuracy and precision [75]. 
Thermal barrier coatings can incorporate thermographic phosphors to allow for embedded temperature 
sensing although further development is required to allow optical access to the surfaces [83]. 
A comprehensive review of thermographic phosphors for surface temperature measurement including 
film preparation, measurement strategies and associated uncertainties was published by Brübach in 2013 
[84]. 
Non-Invasive Temperature Measurement 
Non-invasive temperature measurement sensors make no physical thermal contact with the measurand. 
Infrared Radiation Thermometry 
Infrared Radiation thermometry measures the energy radiated from the surface of the measurand.  The 
energy radiated from the surface depends upon the emissivity of the surface to be measured.  Emissivity 
is a dimensionless ratio, which describes the amount of absorbed and reflected radiation emitted from a 
surface.  Due to the number of variables, emissivity is the largest source of uncertainty in this type of 
measurement but can be managed to some extent using a uniform coating of a known emissivity.  
Commercially available devices generally take one of three forms: single point sensors, line scanners and 
thermal imaging cameras.  Single point sensors can be calibrated to achieve around ±1-2˚C accuracy, 
whereas the line scanners [85] and cameras will deliver around ±2-3˚C . 
The emissivity of a surface can change as the temperature is being monitored as temperature is another 
variable of emissivity.  A promising development is a system that can measure emissivity and 
temperature simultaneously to correct for emissivity changes [86]. 
A number of emissivity models based on surface roughness have been classified.  One study compared 
emissivity modelling approaches and validated experimentally using various surface roughnesses of Al 
7075 aluminium alloys [87]. 
The Traceability in Radiation Thermometry (TRIRAT) project was undertaken to improve industrial 
temperature measurement.  This project resulted in a new robust instrument with the performance of a 
standard thermometer, measuring in the range from -50˚C up to 1000˚C [88]. 
IR temperature measurement is particularly useful for non-invasive measurement of higher temperature 
processes.  Welding has benefitted from the use of this technology,  and it is possible to combine IR with 
thermocouples to better model weld pool thermal cycles during laser welding, for example [89].  
Temperature distributions during chip formation in the machining of titanium have also been measured in 
this way [5]. 
The building sector spawned a handheld system for the creation of 3D thermal models for use in the 
energy auditing of buildings [90].  Using two or more mounted IR cameras, 3D temperature maps can be 
created [91].   
Wireless IR thermometers with a narrow field of view appear promising for outdoor measurements where 
large ambient temperature fluctuations are present [92, 93]. 
Temperature Measurement Comparison 
The table presented in Table 3 [1] compares the temperature sensing capability of each of the temperature 
measurement technologies reviewed in terms of their characteristics.  Specifications of particular 
temperature measurement technologies will vary to some extent so this table provides more of a general 
guide to their relative merits.   
Technology Sensor Type Accuracy 
(±˚C unless 
percentage 
of reading 
given) 
Resolution 
(˚C) 
Source Possible 
Applications 
Thermocouples Invasive 0.1-0.5 0.01-0.1 [19] Model 
development; 
embedded into 
tooling; air 
temperature; 
product 
monitoring 
IPRTs Invasive 0.01 0.001 [94] Model 
development; 
embedded into 
tooling; air 
temperature; 
product 
monitoring 
NTCs Invasive 0.01 0.01 [54] Model 
development; 
embedded into 
tooling; air 
temperature 
FDS Invasive 1 0.1 [62] Model 
development; 
embedded into 
tooling; integrated 
into product 
TLCs Semi-
invasive 
0.1-2 1 [71] Model 
development; 
applied to tooling 
Thermographic 
Phosphors 
Semi-
invasive 
1% 1 [84] Model 
development; 
applied to tooling 
IR Radiation 
Thermometry 
Non-invasive 1-3 0.1 [19, 85] Model 
development; 
tooling monitoring; 
product 
monitoring 
Table 3 - Table comparing the six temperature measurement technologies 
 
Research Priorities in Temperature Measurement 
Technology-focused Research Priorities 
For each of the seven temperature measurement technologies there are a number of technological 
challenges.  Some have been studied previously but remain challenging or require further development.   
Focus on materials for temperature sensing is by far the most far-reaching research topic as each of these 
technologies are fundamentally limited by the quality, properties and costs of the materials available. 
Smart sensors that can self-calibrate and report irregularities are being developed as mentioned earlier and 
offer significant scope for advancement to enhance traceability whilst minimising downtime. 
In distributed sensing and thermal imaging, spatial resolution remains a challenging area and as thermal 
and dimensional metrology start to integrate, improvements will have a significant effect on improving 
thermal variation models. 
Particularly pertinent for industrial systems, the effects of the measurement environment upon sensor 
uncertainty need to be studied further for all sensors. 
 
Figure 4 - Mind map diagram of the research priorities for the seven temperature measurement 
technologies classified according to their type 
General Temperature Measurement Research Priorities 
The methods and techniques used in the deployment of temperature measurement technologies 
undeniably play a significant role in producing quality measurements.  Topics that would benefit from 
study are: 
 Figure 5 - List of research priorities for practical temperature measurement 
Future Developments 
While there will always be a place in industry for the use of more traditional and well-established 
invasive instruments such as thermocouples and IPRTs, it is clear that there is increased demand for the 
•Comprehensive theoretical framework 
•Consistently building thermal considerations into design and manufacturing 
planning 
•Extension of temperature data included in dimensional inspection reporting 
The integration of dimensional and thermal metrology 
•  Measurability and sensor selection 
•Measurement strategy 
•Environmental characterisation (EM fields, humidity, radiation etc.)  
•Sensor position optimisation 
Thermal metrology planning 
•Coherently combining data from different sensor types 
Data fusion of temperature sensor networks 
•Strategies for managing traceability in individual sensors and sub-systems 
within large, complex networks with regard to calibration, verification and drift 
monitoring 
Traceability management of sensor networks 
•Exploiting new smart sensor technologies as part of the wider factory network 
Smart sensors and self-validation 
• Improved processes for on-site calibration 
Semi-automatic calibration 
• Improved focus on calibration uncertainty modelling for each technology 
•Measurement uncertainty modelling for efficient estimation of individual 
measurements 
Uncertainty modelling 
• Interfacing data acquisition systems with simulation software 
•Using large datasets to iteratively 'teach' the model 
•Uncertainty in coefficients of thermal expansion 
Thermal variation modelling 
•Adapting the sensor network to improve data or accomodate process alterations 
Sensor network reconfiguration 
use of non-invasive temperature measurement systems.  Developments in the area of IR thermometry will 
serve to drive down the uncertainty and cost of such systems. 
It is worth noting that there is a noticeable emphasis on research into measurement at extreme ends of the 
temperature scale: cryogenic and high temperatures. 
Wireless communications technologies are now becoming ubiquitous: a trend which is increasingly 
evident in thermal metrology.  Wired sensors can now be used in conjunction with wireless data 
acquisition systems, extended wire runs can be replaced to some extent to increase the practicality of 
these techniques. 
It is expected that there will be continued work to characterise new and existing materials. 
Conclusions 
Seven key commercially available temperature measurement sensor technologies that measure in the 
range 0-50˚C have been described with recent research progress reviewed.  Applications of thermal 
metrology within the Light Controlled Factory and factories of the future have been outlined, with the 
major application highlighted as the modelling of thermal variation.  Consideration has been given to the 
uncertainty required from temperature measurements with regard to the thermal expansion of various 
common materials. 
Invasive temperature sensors remain the most reliable method of measuring temperature, however will 
not always be practical, where semi-invasive and non-invasive sensor types may be more implementable.  
Interest in non-invasive technologies has increased in recent years, possibly due to the development of 
affordable systems. 
Temperature sensing technologies are dependent upon the development, characterisation and production 
of high quality, affordable materials.  Modelling of measurement uncertainty and of significant 
contributors to measurement uncertainty are also important.  Thermal variation modelling has been 
highlighted throughout as a major research priority, but in order for this to be properly utilised, further 
work in the area of temperature measurement planning, data fusion of thermal metrology data and sensor 
network configuration is required. 
Acknowledgements 
The authors would like to gratefully acknowledge the financial support of the EPSRC, grant 
EP/K018124/1, “The Light Controlled Factory”.  We would also like to thank the industrial collaborators 
for their contribution as well as the Department of Mechanical Engineering at the University of Bath. 
References 
[1] D. Ross-Pinnock and P. G. Maropoulos, "Identification of Key Temperature Measurement 
Technologies for the Enhancement of Product and Equipment Integrity in the Light Controlled Factory," 
in Procedia CIRP Special Edition for 8th International Conference on Digital Enterprise Technology - 
DET 2014 – Disruptive Innovation in Manufacturing Engineering towards the 4th Industrial Revolution, 
DOI: 10.1016/j.procir.2014.10.019, 2014. 
[2] J. E. Muelaner, O. C. Martin, and P. G. Maropoulos, "Achieving Low Cost and High Quality 
Aero Structure Assembly through Integrated Digital Metrology Systems," Procedia CIRP, vol. 7, pp. 
688-693, // 2013. 
[3] J. E. Muelaner and P. G. Maropoulos, "Large volume metrology technologies for the light 
controlled factory," in Procedia CIRP Special Edition for 8th International Conference on Digital 
Enterprise Technology - DET 2014 – Disruptive Innovation in Manufacturing Engineering towards the 
4th Industrial Revolution, DOI: 10.1016/j.procir.2014.10.026, 2014. 
[4] Z. Mei and P. G. Maropoulos, "Review of the application of flexible, measurement-assisted 
assembly technology in aircraft manufacturing," Proceedings of the Institution of Mechanical Engineers, 
Part B: Journal of Engineering Manufacture, vol. 228, pp. 1185-1197, October 1, 2014 2014. 
[5] M. Cotterell, E. Ares, J. Yanes, F. López, P. Hernandez, and G. Peláez, "Temperature and Strain 
Measurement during Chip Formation in Orthogonal Cutting Conditions Applied to Ti-6Al-4V," Procedia 
Engineering, vol. 63, pp. 922-930, // 2013. 
[6] K. Salonitis, A. Stournaras, P. Stavropoulos, and G. Chryssolouris, "Thermal modeling of the 
material removal rate and surface roughness for die-sinking EDM," The International Journal of 
Advanced Manufacturing Technology, vol. 40, pp. 316-323, 2009/01/01 2009. 
[7] F. Jafarian, H. Amirabadi, and J. Sadri, "Integration of finite element simulation and intelligent 
methods for evaluation of thermo-mechanical loads during hard turning process," Proceedings of the 
Institution of Mechanical Engineers, Part B: Journal of Engineering Manufacture, vol. 227, pp. 235-248, 
February 1, 2013 2013. 
[8] A. Jeang, C. L. Hwan, and T. K. Chen, "A Statistical Dimension and Tolerance Design for 
Mechanical Assembly Under Thermal Impact," The International Journal of Advanced Manufacturing 
Technology, vol. 20, pp. 907-915, 2002/11/01 2002. 
[9] G. Jayaprakash, M. Thilak, and K. SivaKumar, "Optimal tolerance design for mechanical 
assembly considering thermal impact," The International Journal of Advanced Manufacturing 
Technology, vol. 73, pp. 859-873, 2014/07/01 2014. 
[10] A. Armillotta and Q. Semeraro, "Critical operating conditions for assemblies with parameter-
dependent dimensions," Proceedings of the Institute of Mechanical Engineers, Part B: Journal of 
Engineering Manufacture, vol. 227, pp. 735-744, 2013. 
[11] H. Prestonthomas, "THE INTERNATIONAL TEMPERATURE SCALE OF 1990 (ITS-90)," 
Metrologia, vol. 27, pp. 3-10, 1990. 
[12] H. Sakurai, "Non-uniqueness of the International Temperature Scale of 1990 in the range 14 K 
to 433 K,"  vol. 5, ed, 2002, pp. 2921-2926. 
[13] C. W. Meyer and W. L. Tew, "ITS-90 non-uniqueness from PRT subrange inconsistencies over 
the range 24.56K to 273.16K," Metrologia, vol. 43, pp. 341-352, 2006. 
[14] Z. Kang, J. Lan, J. Zhang, K. D. Hill, J. Sun, and J. Chen, "An analysis of inconsistencies 
between ITS-90 interpolations above 0.01 °c," International Journal of Thermophysics, vol. 32, pp. 68-
85, 2011. 
[15] A. P. Boresi and R. J. Schmidt, "Advanced Mechanics of Materials (6th Edition)," ed: John 
Wiley & Sons. 
[16] N/A, "2004 ASME Boiler and Pressure Vessel Code, Section II - Materials (Includes Addenda 
for 2005 and 2006)," ed: American Society of Mechanical Engineers. 
[17] B. Yang, "Stress, Strain, and Structural Dynamics - An Interactive Handbook of Formulas, 
Solutions, and MATLAB Toolboxes," ed: Elsevier. 
[18] R. Flitney, "Seals and Sealing Handbook (6th Edition)," ed: Elsevier. 
[19] P. R. N. Childs, J. R. Greenwood, and C. A. Long, "Review of temperature measurement," 
Review of Scientific Instruments, vol. 71, pp. 2959-2978, 2000. 
[20] E. O. Doebelin, Measurement Systems Application and Design, Fourth ed. United States: 
McGraw-Hill, 1990. 
[21] H. Ogura, H. Numajiri, M. Izuchi, and M. Arai, "Evaluation of inhomogeneity of Pt/Pd 
thermocouples,"  vol. 1, ed, 2003, pp. 744-748. 
[22] M. Izuchi, H. Numajiri, H. Ogura, H. Narushima, and M. Arai, "Uncertainty assessment on the 
calibration of Pt/Pd thermocouples at the freezing point of silver,"  vol. 1, ed, 2003, pp. 753-755. 
[23] A. Ulanovskiy, V. Medvedev, S. Nenashev, Y. Sild, M. Matveyev, A. Pokhodun, et al., 
"Thermoelectric Characteristic of High-Temperature Thermocouples W5%RE/W20%RE," Journal of 
Thermophysical Properties and Thermophysics and Its Applications, vol. 31, pp. 1573-1582, 2010. 
[24] J. Ferdouse and B. Mark, "A Study of the Temperature Dependence of Inhomogeneity in 
Platinum-Based Thermocouples,"  vol. 684, ed, 2003, p. 469. 
[25] T. Hamada and Y. Suyama, "E.M.F. drift and inhomogeneity of type K thermocouples,"  vol. 2, 
ed, 2004, pp. 989-992. 
[26] Y. A. Abdelaziz and F. Edler, "A method for evaluation of the inhomogeneity of 
thermoelements," Meas. Sci. Technol., vol. 20, 2009. 
[27] M. Holmsten, J. Ivarsson, R. Falk, M. Lidbeck, and L. E. Josefson, "Inhomogeneity 
measurements of long thermocouples using a short movable heating zone," Int. J. Thermophys., vol. 29, 
pp. 915-925, 2008. 
[28] J. Tamba, K. Yamazawa, S. Masuyama, H. Ogura, and M. Izuchi, "Evaluating the 
Inhomogeneity of Thermocouples Using a Pressure-Controlled Water Heat Pipe," Int. J. Thermophys., 
vol. 32, pp. 2436-2451, 2011. 
[29] J. V. Pearce, "Quantitative determination of the uncertainty arising from the inhomogeneity of 
thermocouples," Meas. Sci. Technol., vol. 18, pp. 3489-3495, 2007. 
[30] J. C. Y. Yang and D. W. Clarke, "A self-validating thermocouple," Control Systems Technology, 
IEEE Transactions on, vol. 5, pp. 239-253, 1997. 
[31] B. Schuh, "Smart thermocouple system for industrial temperature measurement," in Sensors for 
Industry, 2001. Proceedings of the First ISA/IEEE Conference, 2001, pp. 8-11. 
[32] A. Mangano and G. Coggiola, "Stability of K-, N- and S-type thermocouples in the temperature 
range from 0°C to 1060°C," Measurement, vol. 12, pp. 171-182, 12// 1993. 
[33] F. M. Megahed and Y. A. Abdel-Aziz, "Assessment of Temperature Measurements Using 
Thermocouples at NIS-Egypt," International Journal of Thermophysics, vol. 31, pp. 601-611, 2010/03/01 
2010. 
[34] Y.-G. Kim, K. S. Gam, and K. H. Kang, "An investigation of the thermoelectric properties of 
type S thermocouples from different manufacturers," Measurement, vol. 31, pp. 131-137, 3// 2002. 
[35] M. Dalla Palma, N. Pomaro, C. Taliercio, and R. Pasqualotto, "Design and Test of a Thermal 
Measurement System Prototype for SPIDER Experiment," Plasma Science, IEEE Transactions on, vol. 
42, pp. 1971-1976, 2014. 
[36] B. Samo, B. Jovan, D. Janko, and G. Gregor, "Magnetic effects on thermocouples," 
Measurement Science and Technology, vol. 25, p. 035006, 2014. 
[37] M. Genix, P. Vairac, and B. Cretin, "Local temperature surface measurement with intrinsic 
thermocouple," International Journal of Thermal Sciences, vol. 48, pp. 1679-1682, 9// 2009. 
[38] F. E. Kennedy, D. Frusescu, and J. Li, "Thin film thermocouple arrays for sliding surface 
temperature measurement," Wear, vol. 207, pp. 46-54, 6/1/ 1997. 
[39] T. Jianwen, Z. Yong, T. Xiaojun, and L. Junhua, "Nonlinearity Correction of the Thermocouple 
Based on Neural Network," in Intelligent Systems, 2009. GCIS '09. WRI Global Congress on, 2009, pp. 
28-32. 
[40] W. Schuh and N. Frost, "Improving Industrial Thermocouple Temperature Measurement," AIP 
Conference Proceedings, vol. 684, pp. 497-502, 2003. 
[41] P. R. N. Childs, "6 - Resistance temperature detectors," in Practical Temperature Measurement, 
P. R. N. Childs, Ed., ed Oxford: Butterworth-Heinemann, 2001, pp. 145-193. 
[42] L. Crovini, A. Actis, G. Coggiola, and A. Mangano, "Accurate thermometry by means of 
industrial platinum resistance thermometers," Measurement, vol. 10, pp. 31-38, 1// 1992. 
[43] Heraeus Sensor Technology. (2013, 21/11/2013). Thin Film vs. Wirewound RTD Elements. 
Available: http://heraeus-sensor-technology-
us.com/en/faq/thinfilmvswirewoundrtdelement/thinfilmvswirewoundrtdelement.aspx 
[44] C. Bonham, S. J. Thorpe, M. N. Erlund, and R. D. Stevenson, "Stagnation temperature 
measurement using thin-film platinum resistance sensors," Measurement Science and Technology, vol. 
25, p. 015101, 2014. 
[45] V. Žužek, V. Batagelj, and J. Bojkovski, "Determination of PRT Hysteresis in the Temperature 
Range from −50 °C to 300 °C," International Journal of Thermophysics, vol. 31, pp. 1771-1778, 
2010/09/01 2010. 
[46] D. R. White, C. L. Jongenelen, and P. Saunders, "The Hysteresis Characteristics of Some 
Industrial PRTs," International Journal of Thermophysics, vol. 31, pp. 1676-1684, 2010/09/01 2010. 
[47] S. Ljungblad, M. Holmsten, L.-E. Josefson, and B. Klevedal, "Long term stability and hysteresis 
effects in Pt100 sensors used in industry," AIP Conference Proceedings, vol. 1552, pp. 421-426, 2013. 
[48] J. Valencia-Rodriguez and J. M. Figueroa, "Electromagnetic compatibility in platinum resistance 
thermometers," ed, 2002, pp. 84-85. 
[49] K. Yamazawa, K. Anso, J. V. Widiatmo, J. Tamba, and M. Arai, "Evaluation of Small-Sized 
Platinum Resistance Thermometers with ITS-90 Characteristics," International Journal of 
Thermophysics, vol. 32, pp. 2397-2408, 2011/12/01 2011. 
[50] D. Smorgon, V. C. Fernicola, and L. Coslovi, "Low-Cost Ratiometric Front-End for Industrial 
PRT Applications," International Journal of Thermophysics, vol. 32, pp. 2317-2324, 2011/12/01 2011. 
[51] I. Bajsic and D. Tusar, "Influence of thermal insulation filler on dynamic properties of industrial 
resistance temperature sensors," Instrum. Sci. Technol., vol. 30, pp. 439-448, 2002. 
[52] V. V. Gureyev and A. A. L'Vov, "High Accuracy Semiautomatic Calibration of Industrial 
RTDs," ed, 2007, pp. 1-5. 
[53] K. H. Kang, Y. G. Kim, K. S. Gam, and I. Yang, "Self-testable industrial platinum resistance 
thermometers integrated with miniature mercury and indium fixed-point cells," Meas. Sci. Technol., vol. 
18, pp. 3005-3008, 2007. 
[54] D. Ibrahim, "Chapter 5 - Thermistor Temperature Sensors," in Microcontroller Based 
Temperature Monitoring and Control, D. Ibrahim, Ed., ed Oxford: Newnes, 2002, pp. 107-127. 
[55] H. G. Schweiger, M. Multerer, and H. J. Gores, "Fast Multichannel Precision Thermometer," 
Instrumentation and Measurement, IEEE Transactions on, vol. 56, pp. 2002-2009, 2007. 
[56] J. Kim and J. D. Kim, "Voltage divider resistance for high-resolution of the thermistor 
temperature measurement," Measurement, vol. 44, pp. 2054-2059, 12// 2011. 
[57] S. A. Khan, D. T. Shahani, and A. K. Agarwala, "Sensor calibration and compensation using 
artificial neural network," ISA Transactions, vol. 42, pp. 337-352, 7// 2003. 
[58] A. U. Keskin, "Comments on the “Sensor calibration and compensation using artificial neural 
network”, by Khan S.A., Shahani D.T., Agarwala A.K," ISA Transactions, vol. 48, pp. 143-144, 4// 2009. 
[59] D. Kong, L. T. Le, Y. Li, J. L. Zunino, and W. Lee, "Temperature-Dependent Electrical 
Properties of Graphene Inkjet-Printed on Flexible Materials," Langmuir, vol. 28, pp. 13467-13472, 
2012/09/18 2012. 
[60] A. Hartog, "Distributed fibre-optic temperature sensors: Technology and applications in the 
power industry," Power Engineering Journal, vol. 9, pp. 114-120, 1995. 
[61] F. Tanimola and D. Hill, "Distributed fibre optic sensors for pipeline protection," Journal of 
Natural Gas Science and Engineering, vol. 1, pp. 134-143, 11// 2009. 
[62] Luna Innovations Incorporated. (2009, 13/12/2013). LUNA Technologies DSS™ 4300 
Datasheet. Available: http://www.lambdaphoto.co.uk/pdfs/Lambda_Data_Sheet_DSS.pdf 
[63] A. Rogers, "Distributed optical-fibre sensing,"  vol. 10, ed, 1999, pp. R75-R99. 
[64] P. R. Stoddart, P. J. Cadusch, J. B. Pearce, D. Vukovic, C. R. Nagarajah, and D. J. Booth, "Fibre 
optic distributed temperature sensor with an integrated background correction function," Measurement 
Science and Technology, vol. 16, pp. 1299-1304, 2005. 
[65] P. C. Wait, K. De Souza, and T. P. Newson, "A theoretical comparison of spontaneous Raman 
and Brillouin based fibre optic distributed temperature sensors," Optics Communications, vol. 144, pp. 
17-23, 12/1/ 1997. 
[66] B. Gabriele, A. S. Marcelo, and P. Fabrizio Di, "Simultaneous distributed strain and temperature 
sensing based on combined Raman–Brillouin scattering using Fabry–Perot lasers," Measurement Science 
and Technology, vol. 21, p. 094025, 2010. 
[67] V. Dirk, L. W. A. v. G. Jan, and K. Oswin, "Spatio-temporal noise and drift in fiber optic 
distributed temperature sensing," Measurement Science and Technology, vol. 22, p. 085203, 2011. 
[68] I. Hallcrest, Handbook of Thermochromic Liquid Crystal Technology, 1991. 
[69] I. Sage, "Thermochromic liquid crystals," Liquid Crystals, vol. 38, pp. 1551-1561, 2011/11/01 
2011. 
[70] B. K. Reddy and C. Balaji, "Estimation of temperature dependent heat transfer coefficient in a 
vertical rectangular fin using liquid crystal thermography," Int. J. Heat Mass Transf., vol. 55, pp. 3686-
3693, 2012. 
[71] J. W. Baughn, "LIQUID-CRYSTAL METHODS FOR STUDYING TURBULENT HEAT-
TRANSFER," Int. J. Heat Fluid Flow, vol. 16, pp. 365-375, 1995. 
[72] A. Tamburini, P. Pitò, A. Cipollina, G. Micale, and M. Ciofalo, "A Thermochromic Liquid 
Crystals Image Analysis technique to investigate temperature polarization in spacer-filled channels for 
Membrane Distillation," Journal of Membrane Science, vol. 447, pp. 260-273, 2013. 
[73] M. Seredyuk, A. B. Gaspar, V. Ksenofontov, S. Reiman, Y. Galyametdinov, W. Haase, et al., 
"Room temperature operational thermochromic liquid crystals," Chem. Mat., vol. 18, pp. 2513-2519, 
2006. 
[74] M. Z. Chen, M. T. Du, J. Jiang, D. W. Li, W. Jiang, E. Zhuravlev, et al., "Verifying the 
symmetry of ultra-fast scanning calorimeters using liquid crystal secondary temperature standards," 
Thermochim. Acta, vol. 526, pp. 58-64, 2011. 
[75] N. Fuhrmann, J. Brübach, and A. Dreizler, "Phosphor thermometry: A comparison of the 
luminescence lifetime and the intensity ratio approach," Proceedings of the Combustion Institute, vol. 34, 
pp. 3611-3618, // 2013. 
[76] J. Brübach, T. Kissel, M. Frotscher, M. Euler, B. Albert, and A. Dreizler, "A survey of 
phosphors novel for thermography," Journal of Luminescence, vol. 131, pp. 559-564, 4// 2011. 
[77] A. L. Heyes, S. Seefeldt, and J. P. Feist, "Two-colour phosphor thermometry for surface 
temperature measurement," Optics & Laser Technology, vol. 38, pp. 257-265, 6// 2006. 
[78] J. Ervin, C. Murawski, C. MacArthur, M. Chyu, and D. Bizzak, "Temperature measurement of a 
curved surface using thermographic phosphors," Experimental Thermal and Fluid Science, vol. 11, pp. 
387-394, 11// 1995. 
[79] S. Someya, M. Uchida, K. Tominaga, H. Terunuma, Y. Li, and K. Okamoto, "Lifetime-based 
phosphor thermometry of an optical engine using a high-speed CMOS camera," International Journal of 
Heat and Mass Transfer, vol. 54, pp. 3927-3932, 8// 2011. 
[80] B. Atakan and D. Roskosch, "Thermographic phosphor thermometry in transient combustion: A 
theoretical study of heat transfer and accuracy," Proceedings of the Combustion Institute, vol. 34, pp. 
3603-3610, // 2013. 
[81] D. G. Walker and S. W. Allison, "Transient measurements using thermographic phosphors," ISA 
Transactions, vol. 46, pp. 15-20, 2// 2007. 
[82] M. Aldén, A. Omrane, M. Richter, and G. Särner, "Thermographic phosphors for thermometry: 
A survey of combustion applications," Progress in Energy and Combustion Science, vol. 37, pp. 422-461, 
8// 2011. 
[83] D. R. Clarke and M. M. Gentleman, "Luminescence sensing of temperatures in thermal barrier 
coatings," Surface and Coatings Technology, vol. 202, pp. 681-687, 12/15/ 2007. 
[84] J. Brübach, C. Pflitsch, A. Dreizler, and B. Atakan, "On surface temperature measurements with 
thermographic phosphors: A review," Progress in Energy and Combustion Science, vol. 39, pp. 37-60, 2// 
2013. 
[85] Raytek Corporation, "MP150 Datasheet," ed. Raytek Website: Raytek Corporation, 2012. 
[86] P. Herve, J. Cedelle, and I. Negreanu, "Infrared technique for simultaneous determination of 
temperature and emissivity," Infrared Physics & Technology, vol. 55, pp. 1-10, 1// 2012. 
[87] C. D. Wen and I. Mudawar, "Modeling the effects of surface roughness on the emissivity of 
aluminum alloys," International Journal of Heat and Mass Transfer, vol. 49, pp. 4279-4289, 2006. 
[88] O. Struß, "Transfer Radiation Thermometer Covering the Temperature Range from −50 °C to 
1000 °C," AIP Conference Proceedings, vol. 684, pp. 565-570, 2003. 
[89] S. Lhospitalier, P. Bourges, A. Bert, J. Quesada, and M. Lambertin, "Temperature measurement 
inside and near the weld pool during laser welding," Journal of Laser Applications, vol. 11, pp. 32-37, 
1999. 
[90] S. Vidas and P. Moghadam, "HeatWave: A handheld 3D thermography system for energy 
auditing," Energy Build., vol. 66, pp. 445-460, 2013. 
[91] S. Prakash, L. Pei Yean, and T. Caelli, "3D Mapping of Surface Temperature Using Thermal 
Stereo," in Control, Automation, Robotics and Vision, 2006. ICARCV '06. 9th International Conference 
on, 2006, pp. 1-4. 
[92] J. R. Mahan, W. Conaty, J. Neilsen, P. Payton, and S. B. Cox, "Field performance in agricultural 
settings of a wireless temperature monitoring system based on a low-cost infrared sensor," Computers 
and Electronics in Agriculture, vol. 71, pp. 176-181, 5// 2010. 
[93] S. A. O'Shaughnessy, M. A. Hebel, S. R. Evett, and P. D. Colaizzi, "Evaluation of a wireless 
infrared thermometer with a narrow field of view," Computers and Electronics in Agriculture, vol. 76, pp. 
59-68, 3// 2011. 
[94] P. R. N. Childs, "5 - Thermocouples," in Practical Temperature Measurement, P. R. N. Childs, 
Ed., ed Oxford: Butterworth-Heinemann, 2001, pp. 98-144. 
 
